APOS system check report: 11:42:26 07.09.2020 B A O S
Apos GmbH — P

Wedel
CSuU: 1 Sample used: Dyspro
Sensor: 1 TargetValue expected: 242,79
Source: wood_water (5) TargetValue received: 242,72
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